BRDG2 Freezer Monitoring Protocol

Vector Security Main Number: 800-937-8268  
Vector Security Local Number: 800-756-9161 (M-F, 8-5 PM, Sandy)  
BRDG2 security (Lobby): 412-624-5545

Sibille Lab (freezers 1,2,3,4)  
Lab Phone: 412-383-7167  
PI Office: 412-624-0804  
Marianne Seney:  
Queena Lin:  
Etienne Sibille:  

McClung Lab (freezers 20,21)  
Lab Phone: 624-5519  
PI Office: 412-624-5547  
Heather Buresch:  
Angela Ozburn:  
Emily Webster:  
Colleen McClung:  

IF AFTER HOURS when a -30 or -80 freezer go into alarm:
Vector will work through the list of Contact Personnel Phone Numbers. If you receive a call from Vector on your home/cell phone, follow the protocol below:
1. Tell Vector to disregard the alarm for 2 hours.
2. If nobody is working in the lab, call BRDG2 Security to check the temperature of the freezer. *(NOTE: the code to silence the siren is 1-2-3-4-1)*
3. Work with security to determine the temperature trend  
   A. Temp. after first phone call _______ °C  
   B. Temp. after 45 minutes _______ °C  
   C. Temp. after 1.5 hours _______ °C  
4. If freezer restores, no action is required.
5. If freezer does not restore, but stabilizes at a temperature colder than -45°C, no action is required.
6. If freezer continues to warm, but is likely to stay below -45°C by morning, no action is required.
7. If freezer is warming quickly and will likely be warmer than -45°C before morning, Action is required to protect tissue.